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POWER switch (SW1) — Turns the unit on and off. 


| LED Lamp (D7) — Indicates when AC power is applied 
to the unit. 
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Three wire buss sockets allow multiple outputs for a 
single input. Normally used for power or ground. 


Each column of connectors are internally connected 
together. 


Four breadboarding sockets used to build up circuits 
with solderless connections. 
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LED Lamp (D7) — Indicates when AC power is applied 
to the unit. 
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dean Oo 


12 volts, +5 volts, and ground. 


POWER switch (SW1) — Turns the unit on and off. 
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Three wire buss sockets allow multiple outputs for a 
single input. Normally used for power or ground. 
Each column of connectors are internally connected 
together. 


Four breadboarding sockets used to build up circuits 
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SCHEMATIC OF THE 
HEATHKIT® 
LABORATORY BREADBOARD 
MODEL ET-3300B 


NOTES: 


1. ALL RESISTOR VALUES ARE IN OHMS: K=#1000. 


2. ALL RESISTORS ARE 1/4-WATT, 5% UNLESS OTHERWISE 
INDICATED. 


3. ALL CAPACITOR VALUES ARE IN uF UNLESS OTHERWISE 
INDICATED. 


4. sy THIS SYMBOL INDICATES CIRCUIT BOARD. 

5. <& THIS SYMBOL INDICATES CHASSIS GROUND. 

6. THIS SYMBOL INDICATES A DC VOLTAGE MEASURED 
WITH A HIGH IMPEDANCE VOLTMETER FROM THE 
POINT INDICATED TO CIRCUIT BOARD GROUND. 


x 
7.C__) THESE VOLTAGES WILL VARY WITH THE LOAD. 


8. COMPONENTS IN THE SHADED AREA ARE CRITICAL TO 
CONTINUED PRODUCT SAFETY. REPLACE THEM ONLY 
WITH PARTS OF THE SAME RATING OR WITH PROPER 
HEATH REPLACEMENT PARTS. 
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